Shear bond strength of orthodontic brackets bonded using halogen light and light-emitting diode at different debond times Abstract: The aim of this in vitro study was to compare the photoactivation effects of QTH (Quartz-Tungsten-Halogen) and LED (Light-Emitting Diode) on the SBS (Shear Bond Strength) of orthodontic brackets at different debond times. Seventy-two bovine lower incisors were randomly divided into two groups according to the photoactivation system used (QTH or LED). The enamel surfaces were conditioned with Transbond self-etching primer, and APC (Adhesive Pre-Coated) brackets were used in all specimens. Group I was cured with QTH for 20 s and Group II with LED for 10 s. Both groups were subdivided according to the different experimental times after bonding (immediately, 24 h and 7 days). The specimens were tested for SBS and the enamel surfaces were analyzed according to the Adhesive Remnant Index (ARI). The statistical analysis included the Tukey's test to evaluate the main effects of photoactivation and debond time on SBS. The Chi-square test was used to compare the ARI values found for each group, and no statistically significant difference was observed. The debond time of 7 days for QTH photoactivation showed statistically greater values of SBS when compared to the immediate and 24 h periods. There was no statistically significant difference between the QTH and LED groups immediately and after the 24 h period. In conclusion, bonding orthodontic brackets with LED photoactivation for 10 s is suggested because it requires a reduced clinical chair time.
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Introduction
Since 1955, when Buonocore 1 introduced the acid-etching bonding technique, the concept of bonding resin-based materials to enamel has favored the development of its application in preventive and restorative procedures in dentistry, including the bonding of orthodontic brackets. 2 Therefore, several materials have been developed in order to achieve an adequate clinical SBS (Shear Bond Strength) in bonding procedures, and also to prevent permanent enamel injury after debonding.
Orthodontists generally use the conventional technique of acid-etching to adhere brackets to enamel tissue. More recently, different types of adhesives have been made available for bracket bonding, combining the functions of primer and adhesive in one clinical step, with no need of etching and rising. The combination of conditioning and priming into a single step reduces the bonding time and increases the cost-effectiveness of the procedure for the clinician, and consequently for the patient. [3] [4] [5] [6] [7] [8] A variety of curing lights are available to photoactivate dental materials. However, the most commonly used method is the one that uses QTH (QuartzTungsten-Halogen) light. QTH-based lights degrade over time, and the power output can drop to levels which might not be sufficient to perform an adequate photoactivation of the material. Portable radiometers can easily measure the power density of most LCUs (Light-Curing Units), but most dentists are unaware of their LCU's power output until the light fails to operate. 8 These lights generate high heat, which degrades the bulb's components over time, and are also very sensitive to shock and vibration. 9 In 1995, Mills 10 proposed a solid-state LED (Light-Emitting Diode) technology to photoactivate dental materials. Its main advantage is a minimal generation of heat. Reduced temperatures lead to a lifetime of over 10,000 hours, with no significant degradation in light output. LED units generate high-energy photons in the blue region (470 nm) of the visible light spectrum, ideally matched to the absorption wavelength of the camphoroquinone. Some units are cordless, are reliable in their power and spectral output, do not need a cooling fan, operate silently and are more resistant to shock and vibration. 9, 11, 12 Some factors such as the intensity of the irradiation, wavelength, time of exposure and distance between the source and the specimen may affect the photoactivation process in composite resins. Increasing the time of exposure with standard QTH light directly increases the cure of composite resins, although in a nonlinear relationship. The higher the duration of the exposure, the greater the photoactivation.
LED and QTH units have shown higher mean values of SBS when the cure time was increased (10, 20 or 40 s). However, only a small increase in SBS values occurred after an exposure time of more than 40 s. 13 Although the period of 24 hours does not correspond to clinical orthodontic practice, in which archwire is usually placed after bracket bonding, most studies evaluating the SBS of orthodontic brackets have reported this period as a suggested time and have used it to compare their results to those of other studies. 3, 7, 14 The aim of the present study was to assess the effect of LED photoactivation on the SBS of orthodontic brackets at different debond times when compared to that of a traditional QTH system.
Material and Methods
A total of seventy-two freshly extracted bovine incisors, without any visible enamel defects were cleaned and disinfected with 0.5% chloramine-T solution. The crown specimens were mounted in epoxy cylinders, with the labial surface exposed and parallel to the basis of the cylinder, and randomly assigned to one of the six experimental groups.
The samples were prepared according to the following steps before bonding:
Sanded with n. 200, 400, and 600-grit silicon carbide paper (3M, São Paulo, SP, Brazil) in order to produce a flat surface without exposing dentin; polished for 10 s with a rubber prophylaxis cup and fluoride-free pumice and water; rinsed for 15 s with distilled water; air dried for 5 s; enamel conditioned with Transbond Plus SEP (Self-Etching Primer -3M Unitek, Miami, FL, USA) for 5 s according to the manufacturer's instructions; gently air dried. APC (Adhesive Pre-Coated), stainless steel, maxillary incisor brackets of the Gemini Series (3M Unitek, Monrovia, CA, USA) were placed on the bonding surface. Excess adhesive was removed with a sharp explorer, and the samples were light-cured following the conditions assigned to each group.
Group I was cured with QTH for 20 s, 10 s on the mesial surface and 10 s on the distal surface of the bracket, using an Optilux VCL 403 (Demetron Research Corp., Danbury, CT, USA) and light intensity of 550 mW/cm². Group II was cured with LED for 10 s, 5 s on the mesial surface and 5 s on the distal surface of the bracket, using a LED-Ra-1.
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dii (SDI Limited, Victoria, Australia) and light intensity of 1000 mW/cm². The Light intensity of both systems was measured using a radiometer (Curing Radiometer Model 100 Demetron Research Corp., Danbury, CT, USA) before bonding. Both groups were subdivided into three groups (n = 12) according to the debond times: immediately (a), 24 hours (b) and 7 days (c).
A mounting jig was used to align the labial surface of the tooth perpendicularly to the bottom of the base. Each tooth was oriented with the testing device as a guide such that its labial surface was parallel to the force during the shear strength test. A steel rod with one flattened end was attached to the cross-head of a universal testing machine EMIC DL2000 (EMIC Equip. Sist. Ensaio Ltda., São José dos Pinhais, PR, Brazil). An occlusogingival load was applied to the bracket, producing a shearing force at the bracket-tooth interface. A computer connected to the testing machine recorded the results of each test. SBS values were measured at a crosshead speed of 1 mm/min and a 50-kg load cell. The force was directly recorded in N (Newtons) and converted into MPa (megapascal).
All groups debonded after 24 h and 7 days were stored in distilled water at 37°C, until the SBS test was performed. After debonding, teeth and brackets were examined by a blinded investigator under a light microscope (20 X) to determine the mode of bond failure based on an assessment of the ARI (Adhesive Remnant Index). 15 ARI ranged from 0 to 3, following the scores defined as follows: 0 = no adhesive left on the tooth; 1 = less than half of the adhesive left on the tooth; 2 = more than half of the adhesive left on the tooth; 3 = adhesive totally left on the tooth with a distinct impression of the bracket mesh. Descriptive statistics, including the mean and standard deviation, were calculated for each of the groups tested. Tukey's test was used to classify the groups in a homogeneous subset, and the ARI scores were compared by using the Chi-square test. Significance for all statistical tests was pre-determined at p < .05.
Results
The descriptive statistics on shear bond strength for the experimental groups are presented in Table  1 .
Tukey's Test (5%) was performed in order to compare the six experimental conditions and the results are shown in Table 2 .
The distribution of ARI frequencies are presented in Table 3 . The Chi-square test revealed no statistically significant difference among the groups: p-value = .098 > .05.
• 
Discussion
During function, orthodontic brackets are subjected to either shear, tensile or torsion forces, or even a combination of these factors. According to Reynolds 16 (1975) , clinically adequate bond strengths to enamel for metal orthodontic brackets should range between 8 and 9 MPa, values that are sufficient to withstand normal orthodontic forces. In our study, the bond strength values observed were 20.01 ± 5.24 MPa for Group I and 17.35 ± 5.07 MPa for Group II, therefore greater than those clinically accepted ( Table 1) .
As regards the different types of enamel conditioning -using the traditional system or a Self-Etching Primer (SEP) -SBS values may vary according to different studies. However, similar mean values of SBS, with no statistical difference between the methods mentioned previously, were observed in some studies. 17, 18 In contrast, several authors 3, 6, 14, 19, 20 have reported greater values of SBS for orthodontic brackets with phosphoric acid conditioning as compared to conditioning with a SEP. On the other hand, examination of the enamel-adhesive interface by scanning electron microscopy has revealed different patterns. Enamel conditioning with Transbond SEP has resulted in a more conservative enamel surface, comparable to that produced by traditional phosphoric acid conditioning. [21] [22] However, the SEP system may be considered for clinical use because its use may entail a decrease in undesirable enamel effects during bonding procedures, and also because it reduces clinical chair time. In addition, it is a less sensitive technique, which can be justified by its one-step procedure.
The use of APC brackets in the present study showed some advantages, such as standard quantity of adhesive, easy removal of excesses, better asepsis and reduction of occasional loss of material. Although the related literature has revealed greater mean values of SBS when using traditional orthodontic brackets, 19, 23, 24 APC brackets were used instead because they involve the use of a less sensitive technique.
With regard to relationship between debonding time and SBS values, several studies have used a 24 h period after the bonding process. 3, 5, 14, 17, 19, 20, [25] [26] [27] However, previous research has shown that orthodontic adhesives demonstrate greater SBS values after longer debonding periods of time. Nonetheless, the clinical practice of orthodontics requires that archwires be installed immediately after the bonding procedures.
Hence, many studies have been performed to evaluate the correlation between adhesive bond strength and post-bonding time. Hajrassie, Khier 28 (2007) concluded that SBS values using orthodontic adhesives to metallic brackets increase with the debond time. Those authors 28 evaluated periods of 10 min, 24 h, 7 days, 1 week and 4 weeks after bonding, but no statistically significant difference was reported for both the in vivo and in vitro data. The results also indicated that, in vivo, the mean value (5.61 MPa) was significantly lower than in vitro (13.98 MPa), thus contradicting the hypothesis about the similarity between the shear bond strengths values obtained in vivo and in vitro. The authors 28 concluded that initial archwires could be placed 10 minutes after bonding.
The present study evaluated three different debond times. The results demonstrated that there were slight differences in debond time, and that the greatest values were observed in subgroup c (7 days), regardless of the type of photoactivation used ( Table 1) . The results also showed that the mean values were superior to 8 MPa. It should be borne in mind, however, that in vitro results are generally 40% higher than the results observed in vivo. 28 With regard to the type of photoactivation, QTH units are traditionally preferred for bonding metallic orthodontic brackets, and have been used in most studies. 3, 5, 6, 14, 17, 18, [20] [21] [22] 24 Light-curing units (LCUs) must be able to bring enough energy to achieve the wavelength of the resin's photoinitiator to photoactivate. This physical-chemical process can be affected by light intensity, the material's composition and time of exposure. An effective photoactivation sometimes may be difficult to be achieved due to the depth of the prepared cavities, and also due to the thickness of the material, which sometimes exceeds 2 mm. 29 These aspects, however, are not present in the orthodontic clinic, since the resin adhesive thickness used for bonding brackets is smaller than 2 mm, and because of the easier access to the material, in that the distance between the active point of the LCU and the bracket basis is small. The Tukey's Test (5%) indicated that two out of six experimental groups had the same performance (Table 2) . From these findings it can be inferred that:
Group Ic differed from both Groups, Ia and Ib; Group IIc did not differ from Groups IIa and IIb; the four conditions established for subgroups a and b presented similar mean values, with no statistical difference. The condition stated for Group IIc led to a performance which proved intermediate between the other groups, but statistically significant differences were observed only when considering Group Ic.
Based on the results obtained, it can be stated that 10 s of LED photoactivation provides enough adhesion for orthodontic accessories. Moreover, literature reports that SBS might be reduced when using shorter times of photoactivation (< 10 s). 8, 26, 27 It is important to point out that clinicians should be aware of which photoinitiator is present in the orthodontic adhesive when using LED units due to its specific blue light range (470 nm), and also because other photoinitiators than camphoroquinone 1.
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(e.g. propanodiona) may not photoactivate adequately.
The ARI frequencies (Table 3) and Chi-square test did not reveal statistically significant differences between Groups I and II (p-value = 0.098 > .05), which is supported by the literature. 20, 24, 26 These findings probably occurred due to the use of APC brackets in all groups. Therefore, the same amount and the same type of adhesive were used as standard conditions for all the experiments.
Conclusions
There were no statistically significant differences between the SBS values produced with the use of QTH and LED photoactivation immediately and 24 h after bonding. Bonding orthodontic brackets for 10 s using LED is suggested because it requires a reduced clinical chair time, without compromising the SBS of the bonding interface.
